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This paper presents the descriptionof a vacuum diffractionultraviolet
monochromatorfor the investigationof spectral sensitivityof radiationre-
ceivers, such as photomultipliers,photon counters,ionizationchambers.

A flow hydrogen lamp waa used as the light source. Its spectrum is pre-
sented alongsidewith a table of wavelengthsof certain lines. The register-
ing circuit assuresonly the recordingof the investigatedradiationrecei-
ver's signal ratio to the signal of the referencephotomultiplierwith sodium
salicy!ate-coatedphotocathode. The comparison of the photomultiplierwith
a vacuum _hermocoupleallows the realizationof radiation receivers'absolute
calibration

_len investigating the scattered ultraviolet radiation on altitude geo-
physical rockets, an earlier described apparatus was utilized [1, 2]= A near-
ly identical device was established on the space probe "ZOND-I" launched on
2 April 1964 [3]. Photon Geiger counters and ionization chambers filled with
NO and windows made of LiF were utilized in all cases. In some of the cases
an additional CaF2 filter was installed ahead of the radiation receiver,
cutting off the radiation with _ < 1225 A at normal temperature.

In the spectral region _ < 2000 A all the investigations of radiation
receivers are carried out with the aid of a vacuum monochromator of normal
incidence with a replica of a concave diffraction grating of 600 strokes/m
and 1 m curvature radius. The replica was covered with a layer of aluminum
and magnesium fluoride, assuring a high reflection factor through X 1000 A.

* ISSLEDOVANIYEPRI_IKOV PREDNAZNA_KH DLYAIZ_RF_IYAUL'TRA-
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The optical scheme of the monochromatorof normal incidence (Johnson-C_ako),
utilized in the present device is describedin detail in [4 - 6]. The disper-
sion of themonochromatoris then practicallyconstant in the range I000 - 2000 A
and is equal to 16.6 A/mm. The constructionof the monochromator,projected
and worked out at the Tartussk AstronomicalObservatory,allowed to realize an
independentexhaustionof the volume locatedpast the outlet slot, which is
extremelypractical in case of frequentchangeoversofinvestigatedreceievers.
The time For photomultipliercounter or ionizationchamber substitution
or volume exhaustiondoes not then exceed I0 minutes.

The installtionscheme for the investigationof radiationreceiversis
shown in Fig.l. Beyond the monochromator'soutlet slot there is disposed an
inclinedscreen with slits passing in the directionperpendicularto that of
tileoutlet slot. The screen is coated with sodium salicylate. Its glow,
luminescencingunder the action of ultravioletradiation, is registeredby the
photomultiplier3. Upon amplificationthe photomultipliersignal is fed to the
automaticvoltmeter 7. The other part of
the light beam passes through the slits
in the screen and is incidentupon the I
investigatedreceiver4. A dynamic elec- _ . ..._____ll",Z _ "
trometer B 2-5 was applied at investiga- "Ir-n'\_ Ual
tion of ionizationchambers for tileregis-
trationof its signal, and in case of
photon cotmters, a counting rate meter
was used with a linear scale. Moreover,
signals from both receivers (3 and 4)
arrive into an analogue divider ii.
Tiledivider constitutes in itself a

self-recordingEPP-09 potentiometerin Fig.l. Principleof the cali-
which the voltage of the standard bat- bration circuit of radiation
tery is substitutedby the signal of receivers:

the referencephotomultiplier3. i) outlet slot of the monochro-

Owing to the preceding the register- mator; 2) slit screen; 3) re-
ed signal is proportionalto the relaLive ferencephotomultiplier; 4)
spectral sensitivityof the investigated radiationreceiver investigated;
radiation receiver (assuming,of course, 5), 6) amplifiers; 7) 8) con-
the constancy of quantum yield of sodium trol voltmeters; 9), i0) feed
salicylate [7, 8]]. The fluctuationof sources; ii) registeringdivider
source' s brightness (flow hydrogen lamp)
and the distribution of energy in its spectrum are not apparent in the regis-
tration. In case or an installation of a photomultiplier with a screen coated
with sodium salicylate the registration has the shape of a straight line. This
serves as a control of nonual operation of the whole registering apparatus.
The variation of lamp's current from 20 to 200 ma does not affect the readings
of the device. The energy distribution in the spectrum of the source utilized
I_y us is sho_m in Fig.2, and the wavelengths of the reference lines are compiled
in Table 1 (see the following pages for both Fig.2 and Table 1).

Recording o£ the relative spectral sensitivity of photon counters and
ionization chambers have been obtained with the aid of the above apparatues
(see Fig. 3).
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Fig.2. Spectrum of the hydrogen
lamp registered by the reference

photomultiplier
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TABLE 1

WAGELF_NGTHSOF REFERENCELINES OF MOLECULAR HYDROGEN'S ULTRAVIOLET

SPECTRUM

t 967 12 tt25 23 t291 33 t4G5
2 975 t3 At46 24 1314 34 t498
3 99t 14 1t62 25 1334 35 t514
4 tO04 t5 1t77 26 1351 36 t526
5 t026 t6 t205 27 t364 37 t5_8
6 t03i 17 t2t5,7 28 t379 38 i569
7 t046 18 1230 29 ' t395 39 i582

• 8 1064 19 1239 30 t411 40 t597
9 t090 20 1247 3l 1429 41 t613

t0 t105 21 t268 32 1438 42 t633
tl tlt7 22 t280

_le curves for chambers and counters filled with NO are analogous;however,
there still are certain differences. Investigationsof numerous counters show
also that the depths of curve dips in various specimens of devices of identi-
cal type are not the same. But the position of the bands is constant on both
the curves for chambers and for photon counters.

For comparisonwe plotted in Fig.3, the curve of relative spectralsensi-
tivity of a counterwith a window made of syntheticsaphire and xylol filling
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Fig.3. Curves of relative spectral sensitivity of :

a) a NO-filled ionization chamber; b) photon Counters with NO filling and
LiF window; c) photon counter with xylol filling and synthetic sapphire

window.
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For the determinationof the absolutequantum effectivenessof the
receivers, it is sufficient,in principle, to calibrate the referencephoto-
multipliermaking use of a nonselectiveradiation receiver. Unfortunately,
however, the sensitivityof the vacuum thermocoupleused by us was insuffi-
cient for the registrationof the flux at monochromatoroutput with the hydro-
gen lamp used. This is why the calibrationprocedurewas chosen as follows.

The sensitivityof the photomultiplier with a screen of sodium salicyl-
ate to radiationwith wavelength 2537 A was determined on the DMR-4 monochro-
mator (a mercury lamp being used for the light source) by way of comparison
with a vacuum thermocouplecalibrated by the visible radiationat the Leningrad
PolytechnicalInstitutein the name of Ul'yanov. It was subsequentlyadmitted
that the sensitivityof this photomultiplieris constant within a wide wave-
length band and in a region where counters and ionizationchambers are in ope-
ration, as well as at _ = 2537 A. Subsequentcomparisonof ionizationchamber
si_lalsand also of those of counters with the readings of the photomultiplier
allowed us to determine the absolute values of the quantum yield of these
devices.

In the eight samples of ionizationchambersmeasured by us, the quantum
yield near _ 1216 A flucttmtes from 5 to 20 percent. About the same values
were obtained for the counters. These values differ from the theoreticalone
which may be computed by the Watanabe ratio of the effective ionizationcross-
sectionof NO tothe total absorption closs-section(_ 0.83) and the leakage
throughwindows made of lithium fluoride,which for our chambers was of the
order of 40 percent. In other words the effectivenessmust be situatedwithin
the 50 - 30 percent range, which is about twice as great as the values measured
by us. The precision of our measurements,taking into account of the uncertain-
ty of thermocouplecalibration,constitutes 30 percent and can not be the cause
of discrepancy. No such sensitivityvariations of a multiplier with screen of
sodium salicylatewere observed with time, which might have been inducedby
quantum yield decrease of sodium salicylate. Nor was there noticed any water
absorptioneffect by the window of the counter or of the chamber: at constant
wavelength the reading is made 5 to I0 minutes after the beginning of exhaust-
ion. However,we did not take into account the affect of quantum effectiveness
variationof sodium salicylatewith wavelength [i0]. This is why it would be
very importantto repeat such measurementswith a more sensitive thermcouple,
which would allow us to eliminate the intermediatemeasurementswith the photo-
multiplierhaving a screen of sodium salicylate.
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